Saxitoxin ELISA Summary Report

Office of Water Quality - Watershed Assessment and Planning Branch

Date Date Conc.
Sample # Location Collected Analyzed (ppb)
AB33394 - -~ Chain O'Lakes State Park .- i 00 6/25/2018 . 6/27/2018 - 0.066
AB33395 Raccoon Lake SRA 6/25/2018 62712018 < 0.060
AB33396 - Whitewater Memorial State Park * . ' 6/25/2018 . :6/27/2018 © 0.138 =
AB33397  Dog Park Lake N ~ B/25/2018  6/27/2018  <0.060
AB33392 . Chain O'Lakes (Field Duplicate) = . * " 6/25/2018 . 6/27/2018 1 .0.146
AB33393 . Field Blank 6/25/2018 6/27/2018 < 0.060
AB33395LD Raccoon Lake (Lab Duplicate) 6/25/2018  6/27/2018 < 0.060
20180626LB Lab Blank 6/26/2018 6/27/2018 < 0.060



Test Report

Name/ID | Assay _I Absorbance | Concentration | inlerpreiation Reference Position
T T T PP YV T S S e :
St Saxitoxin {PSP) ELISA 1.014 Abs 0.041 ng/mL
Std1 Saxitoxin (PSP) ELISA 1.095 Abs < 0.000 ng/mL 0.000 801
5td2 Saxitoxin (PSP) ELISA 1.240 Abs < 0,000 ng/mL 0.020 co1
Stdz Saxiloxin (PSP) ELISA ] 0.758 Abs 0.071 ng/mL 0.020 3
Std3 Saxitoxin {PSP) ELISA 0.754 Abs 0.065 ng/mt 0.050 E01
Std3 Saxitoxin (PSP) ELISA 0.839 Abs 0.044 ng/mL 0.050 FO1
Stda Saxitoxin (PSP) ELISA 0.502 Abs 0.181 ng/mL 0.100 GOt
Std4 Saxitoxin {PSP) ELISA 0.789 Abs 0.056 ng/mL 0.100 HO1
Stds Saxitoxin (PSP) ELISA 0.496 Abs 0.186 ng/mL 0.200 A02
Stds Saxitoxin (PSP) ELISA 0.490 Abs 4.192 ng/mL G.200 802
Sids Saxitaxin (PSP} ELISA 0.365 Abs = 0400 ng/mbL 0.400 co2
Std6 Saxitoxin {PSP) ELISA 0.369 Abs > 0,400 ng/mL 0.400 Do2
Normal Gondrol Saxitoxin {(PSP) ELISA 0.794 Abs 0.074 ng/mL E02
Normal Control Saxitoxin (PSP} ELISA 0.839 Abs 0.059 ng/mL Fo2
AB33394 Saxitoxin {PSP) ELISA 0.831 Abs 0.068 ng/mlL 0.000 - 0.400 Goz2
AB33394 Saxitoxin {(PSP) ELISA 0.839 Abs [0.8350) {0.7 {{ 0.065 ng/mL [0.066] {3.2 CV} 0.000 - 0.4060 Ha2
AB33395 Saxitoxin (PSP) ELISA 1.158 Abs < 0.000 ng/mL Oui{LR) 0.000 - 8.400 AD3
AB33395 Saxitoxin (PSP) ELISA 0.916 Abs [1.0370] {16.5 [ 0.041 ng/ml.[0.011} G.000 - 0.400 B0O3
AB33396 Saxiloxin {PSP) ELISA 0.685 Abs 0.129 ng/mlL 0.000 - 0.400 Go3
AB33395 Saxitoxin (PSP) ELISA [ 0.653 Abs [0.6690] (3.4 (] 0.145 ng/mi. [0.138] (8.3 GV] 0.000 - 0.400 D03
AB33397 Saxitoxin (PSP} ELISA 1.070 Abs 0.004 ng/ml 0.000 - 0.400 E03
AB33397 Saxitoxin (PSP) ELISA 0.701 Abs [0.8855] {29.5|0.121 ng/mL [0.051] {132.4 CV 0.00C - 0.400 FO3
AB33392 Saxitoxin (PSP) ELISA 0.563 Abs 0.204 ng/mL 0.000 - 0.400 (03
AB33362 Saxitoxin (PSP) ELISA | 0.741 Abs [0.6520{19.3 { 0.102 ng/mL [0.146] [47.1 CV] 0.000 - D400 HO3
AB33393 Saxitoxin (PSP) ELISA 0.850 Abs 3.062 ng/mL 0.000 - 0.400 AD4
AB33393 Saxitoxin (PSP) ELISA 1.159 Abs [1.0045] {21.8 | < 0.000 ng/mL{0.019] Cut{LR) 0.000 - 0.400 Bo4
AB33395LD Saxitoxin {PSP) ELISA 0.920 Abs 0.040 ngfmL 0.000 - 0.400 Cco4
AB33395LD Saxitoxin (PSPy ELISA | 0.821 Abs [0.6705] (8.0 (] 0.071 ng/mL [0.055] [39.5 GV} 0.000 - 0.400 D04
2018062618 Saxitoxin (PSP} ELISA 1.035 Abs 0.011 ng/mlL 0.000 - 0.400 E04
2018062615 Saxitoxin (PSP) ELISA | 0,748 Abs [0.8015] (22.8 | 0.100 ng/mL [0.048] {113.4 GV 0.000 - .400 Fo4
ABI3394dil Saxitoxin (PSP) ELISA 0.824 Abs 0.141 ng/mL 0.000 - 0.400 G04
ABI3384d Saxitoxin (PSP) ELISA 0.887 Abs [0.8555} {5.2 (§ 0.098 ng/mL [0.119] {24.7 CV} 0.000 - 0.400 Ho4
AB33392dil Saxitoxin (PSP} ELISA 0.762 Abs 0.187 ng/mL 0.000 - 0.400 A0S
AB33392di Saxiloxin (PSP) ELISA [ 0.806 Abs [0.7840] {4.0 ([ 0.154 ng/mL [0.168] {14.7 GV} 0.000 - 0.400 BO5

The data in this report is preliminary without a quaiity control report. This data is not warranted for accuracy or other purposes.
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Laboratory Analyst Signature Date




Assay Calibration Report

Assay Name: Saxitoxin (PSP) ELISA Units: ng/mk. Controls:

Assay Mode:  4-Parameter Logistic Weight  # of decimals: 3 Normal Control

Normal; Byosfond.400 Assay DescriplibX: Standards:

Linear: 0.060 - 0.400 Sidi, Concentration = 0.000, Minimum number o use:

Std2, Concentration = 0.020, Minimum number to use:

Std3, Concentration = 0.050, Minimum rumber to use:

Stdd, Concentration = 0.100, Minimurm number to use:

S1d5, Concentration = 0.200, Minimum number to use:

Sids, Concentration = 0.400, Minimum number to use:
Curve valid interval: 7 days 0 hours

MR MN R

Name Absorbance Conceniration Position

6/27/2018 11:45:35 AM
Stdt 1.096 Abs < 0.000 ng/mL B0
Std2 1.240 Abs < 0.000 ng/mL Co1
Std2 0.729 Abs 0.098 ng/mL D01
Std3 0.839 Abs 0.059 ng/mL Fo1
Stdd 0.78% Abs 0.076 ng/ml. HO1
Std5 0.496 Abs 0.235 ng/ml. A2
Stdh 0.430 Abs 0.240 ng/mL BG2
Sidé 0.365 Abs 0.382 ng/mL co2
Stds 0.369 Abs 0.376 ng/mL Da2
B/27/2018 11:45:30 AM

Normal Gontrol 0.839 Abs 0.058 ng/mL Fo2

Normai Centrol 0.794 Abs 0.074 ngimL E02
Name Mean Abs { SD Abs CVADbs | Mean Conc | SD Conc { CV Conc | Diff Conc
Std1 1.086
Std2 {.884 0.361 36.70 -100.00
Std3 0.839 0.059 18.00
Sid4 0.789 0.076 -24.00
Std5 6.493 0.004 0.86 0.237 0.004 1.48 18.50
Stde 0.367 0.003 0.77 0.379 0.004 112 -5.25

Normal Conirol 0.817 0.032 3.80 0.067 0.011 15,895
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